1. Background {#sec0005}
=============

In April 2009 a novel influenza A virus, subtype A/H1N1v emerged and caused the first influenza pandemic of the 21st century.[@bib0005] Although predominance of A/H1N1v is likely during the upcoming influenza seasons, co-circulation of seasonal influenza A subtypes may occur.[@bib0010] Definite laboratory diagnosis remains crucial for individual patient management as well as epidemiological surveillance. Most testing algorithms include universal screening assays for influenza A virus and, in case of positive results, type-specific differentiation by separate assays.[@bib0015], [@bib0020] Due to the cumbersome work flow and high costs, multiplex assays have been proposed that can simultaneously screen for A/H1N1v and the former seasonal viruses.[@bib0025] However, multiplexing of PCR reactions generally reduces their sensitivity and reliability. In addition, these assays have so far not been available in a uniform, quality-controlled, and ready-to-use format that can easily be adopted by clinical laboratories.

The aims of this study were twofold. We developed a matrix gene-based real-time RT-PCR that allows for detecting seasonal influenza A and simultaneously A/H1N1v. This assay was not a multiplex assay, but used only a single amplicon. Discrimination of the respective viruses is accomplished by use of two different fluorescent probes. In a second step the assay was transformed into a commercially available, homogenous test kit format and evaluated on a comprehensive panel of clinical specimens. The commercial assay used the same oligonucleotides as the in-house version and included an internal control system to monitor possible inhibitory substances or procedural failures.

2. Objectives {#sec0010}
=============

To develop and validate a singleplex real-time RT-PCR assay for rapid detection and simultaneous differentiation of influenza A from A/H1N1v virus. To compare the limit of detection of the in-house assay with a commercial assay, based on the in-house version. To evaluate this commercial kit on a panel of clinical samples.

3. Study design {#sec0015}
===============

Upon alignment of 373 contemporary sequences of segment 7 of various influenza A virus subtypes primer and probe combinations were selected manually using procedures as described.[@bib0030] A universal primer pair was chosen to amplify an 87 bp amplicon and two specific hydrolysis probes to discriminate influenza A virus and A/H1N1v ([Fig. 1](#fig0005){ref-type="fig"} ). Reaction conditions are outlined in [Table 1](#tbl0005){ref-type="table"} . Based on these same oligonucleotides, the RealStar influenza RT-PCR version 1.0 (astra diagnostics, Hamburg, Germany) kit was developed using proprietary technology. This commercial assay contained 10 μl RNA sample in a total reaction volume of 25 μl. An internal heterologous control system was included to monitor possible inhibitory effects of the sample matrix. It comprises an exogenously spiked RNA at low copy numbers. The RealStar kit was performed on an ABI Prism 7500 real-time cycler (Applied Biosystems, Weiterstadt, Germany).Fig. 1Alignment of segment 7 of selected influenza A viruses. Nucleotide alignment of randomly selected influenza A viruses including representative strains from the current pandemic. Dots are representing identities to the head sequence whereas capital letters indicate deviations. Numbering is according to reference sequence A/California/04/2009 (H1N1) (GenBank accession number [FJ966085](ncbi-n:FJ966085)).Table 1Oligonucleotides for singleplex real-time RT-PCR assay.Oligonucleotide namePurpose[a](#tblfn0005){ref-type="table-fn"}Sequence and label, 5′ → 3′Position (Acc. No.)[b](#tblfn0010){ref-type="table-fn"}CH1S1Universal forward primerCGTCAGGCCTCCTCAAAGC37--55 (FJ966085)CH1AsUniversal reverse primerATTCCATGAGAGCCTCAAGATC123--102 ([FJ966085](ncbi-n:FJ966085))CH1PDetection probe, influenza A virusesYAK-AGAGACTTGAAGATGTATTTGCTGGGAAGAAT-BHQ177--108 ([CY028100](ncbi-n:CY028100))CH2PDetection probe, A/H1N1vFAM-TCCTGCAAAGACACTTTCCAGT-BHQ192--71 ([FJ966085](ncbi-n:FJ966085))[^1][^2]

The majority of clinical specimens were nasopharyngeal swabs in universal transport medium (Copan, Brescia, Italy) and a few broncho-alveolar lavage fluids. RNA was extracted by the viral RNA mini kit (140 μl input and 60 μl elution volume; Qiagen, Hilden, Germany).

To determine the lower limit of detection (LOD) of the in-house assay plaque-quantified influenza A/H1N1/Texas/91, A/H3N2/HK/1/68 and A/H1N1v/FR/09 cell culture supernatants as well as in vitro RNA transcripts of partial segment 7 were spiked into viral transport medium and extracted and processed as described.[@bib0015] For influenza A/H1N1/Texas/91 and A/H3N2/HK/1/68 partial fragments of the matrix gene were amplified using primers H1S (5′-AGTCTTCTAACCGAGGTCGAAACGT-3′) and H1As (5′-GTCTACGCTGCAGTCCTCGCTCACTGG-3′) for A/H1N1 and H3S (5′-GATGAGCCTTCTAACCGAGGTCGA-3′) and H3As (5′-GAACGTTATCTCCCTCTTAAGTTTCC-3′) for A/H3N2, respectively. In-vitro RNA transcripts were constructed as described.[@bib0015] Cross-reactivity of the in-house assay was tested on a panel of 30 respiratory samples containing adenovirus (*n*  = 1), respiratory syncytial virus-A (*n*  = 8), respiratory syncytial virus-B (*n*  = 2), human coronaviruses OC43 (*n*  = 2), 229E (*n*  = 2) and NL63 (*n*  = 1), human metapneumovirus (*n*  = 2), parainfluenzavirus 3 (*n*  = 4), parainfluenzavirus 4 (*n*  = 1) and entero-/rhinoviruses (*n*  = 7). An additional 20 samples negative for any respiratory virus was also analyzed by the in-house assay. 55 stored influenza A virus positive patient samples including 20 A/H1N1v samples were re-analyzed by the in-house assay only. Specificity was also tested on 22 A/H1N1v and 27 seasonal influenza A PCR positive samples. Additionally the RealStar kit was evaluated on a panel of influenza A virus cell culture supernatants including A/H5N1, A/H3N3, A/H3N8, A/H3N2, A/H1N1, A/H1N1v, classical swine influenza A/H1N1 and A/H1N2, and on a panel of 126 previously quantified A/H1N1v patient specimens.[@bib0035]

4. Results {#sec0020}
==========

In a first step we used in vitro transcribed RNA to assess the linear range of the in-house assay. Tenfold serial dilutions were tested in triplicates. A linear relationship was observed from 4 × 10^1^ to at least 4 × 10^7^ copies per reaction for influenza A/H1N1v, A/H1N1 and A/H3N2, respectively (data not shown). PCR efficiency was calculated to be 1.8 for A/H1N1v, 1.9 for A/H1N1 and 1.9 for A/H3N2, respectively according to the PCR amplification formula *E*  = 10^(1/slope)^; *E* being the PCR efficiency. Next in vitro transcribed RNA was used to determine the limit of detection (LOD) using probit analysis.[@bib0015] Replicate testing of each analyte concentration yielded a 95% LOD of 2149 \[95% CI 1506--5170\], 1323 \[95% CI 881--3875\] and 2858 \[95% CI 1926--6852\] RNA copies/ml for influenza A/H1N1v, seasonal influenza A/H1N1 and A/H3N2, respectively ([Fig. 2](#fig0010){ref-type="fig"} ). To assess the LOD with whole virion cell culture supernatants containing plaque-quantified influenza A virus were spiked at different concentrations into universal transport medium and processed as described above. The 95% LOD was 0.04 \[95% CI 0.03--0.1\], 0.5 \[95% CI 0.4--1.7\] and 0.5 \[95% CI 0.4--1.3\] PFU/ml for A/H1N1v, A/H1N1 and A/H3N2, respectively ([Fig. 2](#fig0010){ref-type="fig"}). No cross reactivity was observed on a panel of clinical samples containing respiratory viruses other than influenza A virus. Another 20 respiratory samples which tested negative by PCR for respiratory viruses yielded no positive results in the in-house assay. In addition 22 A/H1N1v and 27 seasonal influenza A virus containing original patient samples were correctly identified ([Table 2](#tbl0010){ref-type="table"} ). In both influenza A virus panels a range of different RNA target concentrations was used with cycle threshold (*C* ~t~) values from 21.7 to \>40. Accordingly 55 stored influenza A virus positive patient samples including 20 A/H1N1v samples yielded positive results by the in-house assay.Fig. 2Probit analysis of influenza A/H1N1v, A/H1N1 and A/H3N2 detection by novel in-house real-time RT-PCR. Probit regression analysis to determine the LOD. X-axis: Different concentrations of in vitro transcribed RNA copies per ml of A/H1N1v, A/H1N1 and A/H3N2 (A--C) as well as plaque-quantified A/H1N1v, A/H1N1 and A/H3N2 (D--E) were tested by real-time RT-PCR in 5 replicate reactions per datum point. Y-axis: Depicted are the observed proportion of positive test results in parallel experiments (square datum point), as well as the derived predicted proportion of positive results at a given input concentration of RNA. Center line denotes the prediction, thin broken border lines are 95% confidence intervals.Table 2Cycle threshold (*C*~t~) values for 27 patient samples containing seasonal influenza A virus and 22 patient samples containing A/H1N1v as assessed by the in-house RT-PCR version, the RealStar kit and reference assays for A/H1N1v[@bib0015] (based on the hemagglutinin gene) and general influenza A[@bib0015] (based on the matrix gene), respectively.*C*~t~ valueSampleIn-house RT-PCRRealStar kitReference assaySeasonal influenza A virus 129.427.329.1 229.725.928.5 33427.731.5 426.823.325.7 523.819.321.7 630.625.929.6 727.624.126.2 831.626.630.2 933.930.032.6 1037.9\>4036.9 1135.636.933.6 1234.928.832.8 1333.833.132.8 1424.921.124.4 1524.721.923.8 16\>40\>4038.8 1726.322.824.9 1828.723.627.5 1933.728.632.9 2026.122.625.9 2137.5\>4037.2 2239.7\>4038.6 2329.724.328.5 2433.935.133.6 2529.824.529.5 2636.532.935.3 2728.723.927.9Pandemic A/H1N1v virus 132.927.231 232.228.230.5 335.734.835.3 428.722.726.9 534.726.727.8 62922.834.8 736.32932.8 834.928.325 927.825.1\>40 1030.320.432.1 1133.527.331.3 1233.32727.3 132923.732.6 1434.82834 1535.730.330 1631.525.130.7 1732.426.136.7 1832.526.132.9 1934.728.530.9 2031.125.429.3 2130.825.531.8 2233.327.527.7

The LOD of the RealStar kit was assessed using the plaque-quantified influenza A/H1N1, A/H3N2 and A/H1N1v virus. Tenfold limiting dilution series were tested in triplicates. At least 1--10 PFU/ml were detectable by both assays rendering them equally sensitive (data not shown). Correspondingly the LOD was determined using in vitro transcribed RNA as above. A 95% LOD of 380 \[95% CI 285--998\], 586 \[95% CI 427--1300\] and 1399 \[95% CI 1006--2831\] RNA copies/ml for influenza A/H1N1v, seasonal influenza A/H1N1 and A/H3N2 was determined, respectively. A panel of different influenza A virus subtypes including swine A/H1N1 and A/H1N2 yielded no fluorescent signal by the A/H1N1v-specific probe but was positive by the universal influenza A virus probe. Furthermore all 27 seasonal influenza A and 22 A/H1N1v positive samples were correctly identified by the RealStar assay ([Table 2](#tbl0010){ref-type="table"}). Similar to the in-house version even low concentrated samples were detectable. Of note, *C* ~t~ values obtained by the RealStar kit were in general lower than those obtained by the in-house version and the reference assays which might in part reflect the higher sample input volume of the kit. Finally, 126 A/H1N1v positive patient samples were re-evaluated by the RealStar kit and all yielded concordant results.[@bib0035] *C* ~t~ values for the A/H1N1v specific RT-PCR ranged from 22.5 to 42 (mean 32.8) and for the RealStar kit from 17.9 to 38.5 (mean 27.4), respectively (*p*  \< 0.0001, paired t-test). The internal control yielded a valid reaction in 126/126 samples demonstrating the robustness of the assay.

5. Discussion {#sec0025}
=============

The described matrix gene-based assay simultaneously detects influenza A viruses and differentiates A/H1N1v in a singleplex fashion with uniformly good overall sensitivity. Analytical sensitivity of the in-house version was comparable to published singleplex RT-PCR assays.[@bib0015], [@bib0040] For the first time the LOD for each of the contemporary human influenza A viruses was thoroughly assessed from a technical standpoint. In addition we describe the evaluation of one of the first commercial test kits specifically designed to meet the demands of the current pandemic. The RealStar kit rendered to be even more sensitive than the in-house assay most likely attributed to the higher sample input volume and equally specific. Particularly on a panel of original A/H1N1v patient samples the RealStar kit showed superior performance to a widely used real-time RT-PCR.[@bib0015] Detection of low concentrated samples may become important to, e.g. monitor virus concentrations in patients treated with oseltamivir.[@bib0045]

In the midst of an epidemic rapid provision of ready-to-use test kits has a significant impact on the performance of laboratories.[@bib0050], [@bib0055] Although A/H1N1v in house diagnostic tests were designed and implemented with outstanding rapidity frontline laboratories may lack the capacity to implement these assays.[@bib0055] Availability of ready-to-use systems might therefore assist laboratories in patient management and surveillance. Combined with its rapidity, internal control system and quality controlled reagents this approach might be useful for general public health laboratories.

In conclusion both assays have demonstrated their usefulness in the current pandemic and might assist laboratories to provide results in a timely, standardized and cost effective manner.
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[^1]: All oligonucleotides were used in the following assay: 20 μL reaction volume, 3 μL of RNA extract (Viral RNA Mini Kit, QIAGEN, Hilden, Germany), OneStep RT-PCR Kit (Qiagen), 240 nmol/L each primer, 120 nmol/L each probe. Cycling at 50 °C for 15 min, 95 °C for 15 min, 45 cycles each at 95 °C for 10 s and 60 °C for 30 s, LightCycler 2.0 (Roche, Mannheim, Germany).

[^2]: Acc. No., GenBank accession number.
